One of the principal factors associated with a difficult airway in obstetric patients was increased chest circumference due to enlarged breasts which hampered the insertion of laryngoscope during intubation. 6, 8 Modifications in the technique for laryngoscopy like inserting the laryngoscope with handle turned towards right, subsequently rotating to sagittal plane were suggested to circumvent this problem. 10 Another technique suggested was to insert the laryngoscope blade first and then attach the handle to the blade. 9 The laryngoscope design was modified to increase the angle between the laryngoscope handle and blade or the use of Howland lock so that the handle stayed clear of patient's chest. 6, 7 The pediatric handle may be used during laryngoscopy to provide more room between the end of handle and breasts. 3 In 1981, Dutta and Briwa 2 reduced the length of laryngoscope handle, to facilitate the introduction of laryngoscope blade and used it in obstetric patients. Though there are a lot of designs of laryngoscope blades to serve the purpose of laryngoscopy, as on today there are only three types of laryngoscope handles in practice.
The randomized prospective study titled 'The study of standard Macintosh handle versus short handle for laryngoscopy and intubation in obstetric patients for Lower Segment Cesarean Section' was conducted from May 2005 to November 2006 at Department of Anesthesiology, Government Medical College and hospital, Nagpur, Maharashtra. Institutional Ethical committee approval was obtained for the study.
AIMS:
• To assess the efficacy of short handle laryngoscope versus standard Macintosh handle laryngoscope for laryngoscopy and intubation in obstetric patients posted for Lower Segment Cesarean Section.
• To compare the ease of laryngoscopy and intubation with short handle versus standard Macintosh handle.
• Merits and demerits of short handle versus standard handle.
METHODS:
The subjects were ASA I & II full term obstetric patients posted for elective or emergency Lower Segment Cesarean Section. Patients were divided randomly into two groups.
Group I: (n=20) -Standard Macintosh handle. Group II: (n=20) -Short / stubby handle (Anesthetics make, India).
Exclusion criteria for the study were-ASA grade III and IV, eclampsia, heart disease, acute Fetal distress (F.H.S. < 100/ min), no consent, full stomach patients.
Checklist of instruments / equipment beforehand-Anatomical masks size 3 & 4, Guedel or pharyngeal airway size 3 & 4,Nasopharyngeal airway size 7, Laryngoscope Macintosh standard handle, Short / stubby handle -Anesthetics, India make, Curved Macintosh blade 3 & 4, Cuffed Endotracheal Tubes sizes 6, 6.5, 7, 7.5, Malleable stylets, Magill's forceps.
Each patient fulfilling the inclusion criteria, was explained the procedure. Written informed consent was taken, for general anesthesia. Demographic data, height, weight, BMI of patients were recorded. Head, neck and oral cavity of the patient were examined to rule out any obvious pathology and to detect any anticipated difficult intubation patients for exclusion.
Specific examination of the airway included sternomental distance, thyromental distance, interincisor gap, neck length and mallampati score. In the operation theater, the patient was placed in supine position with head placed on a ring pillow (size-22 cm. external diameters, 11 cm. internal diameters). Preoperative vital signs-pulse, Blood Pressure were noted. Monitors -E.CG, NIBP, pulse oximeter were attached to the patient.
An intravenous line was set up and preloading was done with 500 ml of Ringer's Lactate was given intravenously. Patient was premeditated with intravenous I.V Rantidine 50 mg, I.V Metoclopramide 10 mg, I.V Glycopyrrolate 0.2 mg. Preoxygenated with 100 % oxygen on mask for three minutes and Induced with i.v. Thiopentone 5mg/ kg. Slowly. As soon as consciousness was lost, assistant was asked to apply external cricoid pressure. Ventilation on mask was confirmed and on loss of eyelash reflex, I.V. succinylcholine 2 mg/kg. was administered.
Patient's head in 'sniffing the morning air' position, with neck slightly flexed and atlantoccipital joint maximally extended, laryngoscopy was performed using standard Macintosh handle with size 3 curved Macintosh blade in group I patients and short / stubby handle (Anesthetics India make) with size 3 Macintosh curved blade in group II patients. Patient's trachea was intubated with appropriate size xylocaine gel pre lubricated cuffed endotracheal tube.
Placement of endotracheal tube was confirmed by visualizing bilateral chest expansion, bilateral equal air entry into the chest, and manual feel of rebreathing bag. SPo2 % was also noted immediately after endotracheal intubation. Cuff of the endotracheal tube was inflated, cricoid pressure released and endotracheal tube fixed.
Endotracheal tube was connected to the Bain's circuit and IPPV was given. Obstetrician was asked to start the surgical procedure. Maintenance of anesthesia was done using 50% N2O and 50% oxygen and IPPV till the extraction of the baby. After extraction of baby, 5 units oxytocin infusion was started, patient was sedated with IV Pentazocine 0.5 mg/ kg, IV Midazolam 0.04 mg/ kg. Later the anesthesia was maintained with N2O: O2 (50:50) + Halothane 0.5 -1% + IV Vecuronium (nondepolarizing muscle relaxant) 0.08 mg/ kg and IPPV.
At the end of surgery and on return of spontaneous respiration, inj. Neostigmine 2.5mg +inj. Glycopyrrolate 0.4mg was administered intravenously slowly for reversal of residual effect of muscle relaxant. On regaining consciousness, adequate motor reflexes, and adequate spontaneous respiration, extubation was done after oropharyngeal suction. Post-operative blood pressure, heart rate, respiratory rate were noted. Postoperative advice regarding nil by mouth period, drugs and I.V fluids were noted and conveyed to the obstetrician.
Observations noted during laryngoscopy-number of attempts required for insertion of laryngoscope into oral cavity, ease of insertion of laryngoscope blade into patient's oral cavity with standard Macintosh handle and short handle, number of attempts for successful intubation, duration from introduction of laryngoscope blade into patient's oral cavity to successful intubation (Seconds), the perpendicular distance from the lower edge of distal end of laryngoscope handle to patient's chest wall (Centimeters)
MEASUREMENT OF PERPENDICULAR DISTANCE BETWEEN LOWER END OF STANDARD MACINTOSH HANDLE AND PATIENT'S CHEST WALL MEASUREMENT OF PERPENDICULAR DISTANCE BETWEEN LOWER END OF SHORT HANDLE AND PATIENT'S CHEST WALL
Categorical variables were expressed as percentages. Categorical data was analyzed by chi square test. For small numbers fisher exact test was applied. Continuous variables were expressed as mean (± standard deviation). Unpaired t test was used to compare differences between the two groups. Correlation between two variables was assessed by correlation coefficient (r). p<0.05 was taken as statistical significance. Data was analyzed on statistical software STATA version 8.0.
RESULTS:
The demographic parameters of the patients from both the groups were studied and compared. Most the patients (50% in group I and 55% in group II) belonged to the age group of 20 to 25 years. The mean weight of patients in group I was 52.45kg (SD 3.83) and that in group II was Page 11084 57.15kg (SD 3.01). No significant difference was found between the two groups with respect to age and weight (p value 0.1920 and 0.0942 respectively).
The chest circumference of the patients in both groups was studied and compared. No significant difference was found between the two groups for chest circumference. In group I, 25% of patients had chest circumference >90cm. whereas in group II, 35% patients had chest circumference >90cm. This difference was found not be statistically significant (p value 0.4762)
The various airway parameters in the two groups were compared. No statistical significant difference was found between the two groups for airway parameters. The correlation between weight and various airway parameters was assessed. There was no significant correlation of weight with neck length, thyromental distance, steromental distance or inter incisor gap.
There was significant correlation between weight and chest circumference in group I (p=0.0491) and group II (p=0000). This correlation was stronger in group II. As weight increases, the chest circumference also increases. The correlation of chest circumference and various airway parameters was studied. It was found to be not significant.
AIRWAY PARAMETERS:
The mean number of attempts required for laryngoscopy was 1 in group I as well as in group II. Only one patient in group I posed a difficulty in insertion of laryngoscope blade into the oral cavity due to large breasts. The chest circumference in this patient was 100 cm. The laryngoscope could be manipulated for insertion into the oral cavity in this patient without the need for second attempt. The time required for intubation (45 sec) was more than the mean duration of laryngoscopy in this group (16.65 seconds) . No such difficulty was encountered in group II.
The mean number of attempts required for intubation was 1.05 (SD 0.22) in group I and 1 (SD 0) in group II. One patient in group I required two attempts for intubation due to inadequate relaxation of vocal cords. There was no difficulty in laryngoscopy and the Cormack Lehane laryngoscopic view was grade 1. The mean time for laryngoscopy/intubation was 16.65 s (SD 7.02) in group I and 16 s (SD 6.13) in group I. There was no statistically significant difference between the two groups in this regard.
Graph 1
The perpendicular distance between the lower edge of distal end of laryngoscope handle and the patient's chest wall was assessed as a measure of room between the laryngoscope handle and the patient's chest. There was a highly significant difference between the two groups for this parameter (p-0.000). The mean distance was 16.25cm (SD 1.94) in group II, significantly higher than 13.6 cm (SD 1.04) as found in group I. We found that the short handle allows more room for insertion of laryngoscope, and application of cricoid pressure, in comparison to the standard Macintosh handle.
Also, the ease of inserting the laryngoscope blade into the oral cavity was subjectively more with the short handle as compared to the standard Macintosh handle. The time required for laryngoscopy and intubation had a significant correlation with the chest circumference in group I (p-0.0213) with increased duration of laryngoscopy as chest circumference increases. No such correlation was found in group II short handle (p-0.2071).
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There was a significant correlation between the time required for laryngoscopy and weight of the patient (p-0.0295) in group I. No such correlation was found in group II (p-0.4780). The time required for intubation did not increase significantly with increase in weight of the patient, with the use of short handle.
During this study, we did not come across a unanticipated difficult airway situation requiring change of laryngoscope handle or blade or requiring other airway equipment like stylet, Magill's forceps.
DISCUSSION:
This study compared the efficacy of two diriment types of laryngoscope handles for intubation in obstetric patients. One of the various factors for difficult airway in obstetric patients has been identified as large breasts, in various studies. Dutta & Briwa devised the short handle and used it in five patients. 2 Other ways to circumvent the same problem were suggested as use of pediatric handle by Kay NH, 3 or modifying the technique of laryngoscopy as, by rotating the handle in sagittal plane by Yukio
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Kubota, 4 detaching the blade from laryngoscope handle during its insertion by Gandhi and Burgeos, 9 and the use of anaesthesia adjustable handle. 7 Successful laryngoscopy was possible with either type of laryngoscope handle. The insertion of laryngoscope into patient's oral cavity was found to be easier with short handle than standard Mc intosh handle.
This was due to greater space provided by the short handle, to maneuver the laryngoscope blade into patient's oral cavity as signified by the perpendicular distance between the lower edge of distal end of laryngoscope handle and the patient's chest wall which was16.25cm (SD 1.94) with the use of short handle, as compared to13.6 cm (SD 1.04) with standard Mc intosh handle.
The efficiency of the short handle was reflected in significantly less time required for intubation with the short handle 16.65 s (SD 7.02) vs16 s (SD 6.13) as well as number of attempts required for laryngoscopy. We faced a difficulty in insertion of laryngoscope blade with standard Macintosh handle, in one patient, resulting in a longer time for intubation.
CONCLUSION:
During laryngoscopy, insertion of laryngoscope with short handle is much easier as compared to standard Macintosh handle. Due to ease of insertion of laryngoscopy, time factor of laryngoscopy and intubation is significantly reduced. Due to its advantage of providing more space for insertion of laryngoscope blade into patient's oral cavity without any increase in duration of laryngoscopy, the short handle laryngoscope may have a place among routine airway equipment for obstetric general anesthesia.
This will allow the anesthesiologist to develop a skill for use of short handle in routine cases, and its application in difficult airway situations due to heavy breasts and increased chest circumference. Though we came across difficulty in intubation in only 5% cases in group I and none in group II, we studied only Indian race at Nagpur district and around. This type of study is a must with races of different places and origins, including a larger number of patients.
It is always better be safe than sorry in a difficult airway situation. A well trained and well prepared anesthesiologist may be the lifesaving factor in a difficult airway situation, especially in obstetric patients. At each anesthetic center anesthesiologist and the other operation theatre personnel should strictly follow the airway management protocol. The operation theatre must have regular and special anesthetic devices and airway equipment to safeguard patient's life.
